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I. Tén mau:
Name of sample

2. Sé lugng mau:
Quantity

3. M6 ta mau:
Description

4. Ngay nhan mau:
Date of receiving

5. Thoi gian thir nghiém:
Testing duration

6. Noi giri mau:
Customer

7. Phuong phap thur:
I'est method

8. Két qua thir nghiém:

Test result

BAO CAO KET QUA
TESTING REPORT

y

-~ - 4 | : \
7 »"\[’ (Ta } Al

PEN LED TUYP 20W PT-LT-20-M

01 mau
01 pcs

(Xem hinh trang 2)
see picture in page 2

20/09/2022

20/09/2022 ~ 21/09/2022

CONG TY TNHH CONG NGHE NANG LUQNG POTECH
350/33/10/9B Quéc 16 1, Khu phé 4, phuong An Phit Dong, quan 12
Tp.H6 Chi Minh

POTECH ENERGY TECHNOLOGY Co.,LTD

350/33/10/9B Highway 1, Quater 4, An Phu Dong Ward, 12 District,
Ho Chi Minh city
Tham khao EN13032-1
Ref. EN13032-1

Xem trang 03/03
See pages 03/03

1. Cac két qua thir nghiém ghi trong pl}iéu Péy chi ¢6 gia tri doi \01 mau do khach hang giri dén./ Test results are valid for the namely submitted samples only.
2. Khong dwue trich sao mét phan phicu két qua thir nghiém nay néu khang c6 sy déng y bing vin ban cua PTN thiét bi chiéu sing VILAS 317
This Test Report shall not be reproduced, except in full, without the written approval of VILAS 317.
3. Tén mau, 1én khach hing dugc ghi theo yéu cau cua noi giri mau./ Name of sample and customer are written as customer’s requcst.
4. Dia chi PTN: L6 HT2-2, Puéng D2, Khu Cdng nghé cao, phuimg Tang Nhon Phi B, Thi Dirc, TP.HCM/Lot HT2-2, D2 Street, Saigon Hi-Tech Park, Tang Nhon

Phu B Ward, Thi Dire, Hé Chi Minh City.
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g1 | Thong tin vé sin phim Két qua- Ghi cha Nhin xét

Product information Result - Remark Verdict

1 MODEL PT-LT-20-M -
Dién ap danh dinh hoic dai dién ap:

5 Rate voltage or range voltage 220-240V/50 Hz B

3 Céng suat danh dinh (W) 2
Rate power N
Nhiét d6 mau(K)

¥ Color temperature 6500K

RIS
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Piéu Yéu ciu- thir nghi¢m Két qua- Ghi chi Nhin xét
Clause | Requirement- Test Result- Remark Verdict
(1) Thong s6 quang di¢n .
Photoelectric parameter
11 Dién ap va tan s6 cung cap 220V/50Hz i
Supply voltage and frequency
19 Cong suat dén (W) 17.3W i
Lamp wattage
13 Dong dién trén dén (A) 0.083 )
Lamp current
14 Quang thong (Im) 20313 i
) Luminous flux
Hiéu suat phat quang (Im/W)
1.5 : 1176 -
Luminous efficacy
Nhiét dé mau (K)
L8 Color temperature o i
17 Chi s6 truyén mau Ra 83.3 -

Color rendition Ra

Ghi chi Note:

(-)

: Thong tin bd sung, khéng yéu cau nhin xét./ Additional information without verdict.




